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HOLMBERG GMBH & CO. KG 

Ohlauer Strasse 5-11 
D-10999 Berlin 
Telephone: +49-30-617 80 - 0 
Telefax:  +49-30-618 80 - 200 
e-mail: info@holmco.de 

FSCM: D 9240 
ATA SYSTEM: 23 

(COMMUNICATIONS) 

VSIL: D9240-23-14 

S U B J E C T :    SENSITIVITY LEVEL ADJUSTEMENT– HANDSET SERIES 89-01-12XXX-16  

 APPLICABILITY: 

This VSIL is applicable to handset series 89-01-12XXX-16 as stated in the following table: 

 NOMENCLATURE General PNR Explicit PNR SNR Qty 

 89-01-12153-16 N/A None 

 89-01-12154-16 N/A None 

 

Handset 89-01-12XXX-16 

89-01-12155-16 232016 - 232039 24 

REFERENCES: 

CMM 23-44-02, SB 89-23-12, SIL 750-23-01 and VSIL D9240-23-04 

1. PURPOSE: 

To inform operators, that using handset series 89-01-12XXX-16 may generate a perceptible 
different output level than handset series PNR: 750T2112-X. 

 2. BACKGROUND: 

This effect is due to differences in the measurement setups and adjustments of the 
microphone sensitivity according to RTCA DO-170 (Issue Jan/1980 & Issue Dec/1985). 

The microphone sensitivity has been adjusted at different distances from the sound source to 
the microphone.  
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 3. DESCRIPTION 
 
 To avoid this effect, the microphone sensitivity of the handset series 89-01-12XXX-16 will be 

adjusted according to DO-170, issue Jan 1980. 
 
The applicable CMM 23-44-02 will be corrected accordingly. 

4. ACTIONS 

The Handsets PNR 89-01-12155-16, SNR 232016 to 232039 as stated in the table 1 will be 
returned to Holmberg facilities and readjusted FOC. 

Customers may also use any of our approved Repair stations & AOG services:  

¾ asscom Middle East (Dubai) 

¾ Erie aviation, Inc. (USA) 

¾ Satair Pte. Ltd . (Singapore) 

For more details about Holmberg’s approved repair stations, please refer to VSIL D9240-23-04 
Rev. 2 

 
 
 
 
 
 
 
 
  


